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ANNEX 10. WATER DECONTAMINATION: WEK (METASYS)
Within the mixing system you will find the product bag (B); here, the arrival of the water is 
designed in accordance with a free-fall flow distance, thanks to which the separation between 
the WEK system and the water supply network established by the DVGW is guaranteed. It is 
impossible for non-decontaminated water or water containing chemical products to flow back 
into the supply.
The control unit can be accessed opening the door. Pilot light C: ready to work (green), E: 
malfunction (red), D: disinfection indicator (yellow). Alarm reset key (Alarm - Reset) F.

CHANGING THE GREEN&CLEAN WEK CONTAINER BAG
Once the content has been emptied, the green and yellow pilot lights come on and the sound 
signal stops. If the bag cannot be replaced immediately, it will be necessary to press the RESET 
key to deactivate the continuous signal. The doctor’s daily work will not be interrupted. In all 
cases a brief sound signal will continue periodically as a warning. Remove the bag by (“1”) 
pulling the fixed fastening gently. With this, removing the tap (A) upwards (“2”), the tube which 
is attached to it, goes out the bag. And all this removable part (tap and tube) is reused together 
with the new bag.
After removing the screw seal of the new chemical product bag, the tube must be put inside and 
the seal pressed into place underneath.
The tank bag must be installed in the equipment immediately, taking care to fix the tube on to 
the connection for the chemical product.

SUPPLEMENTARY PROGRAMS
Automatic emptying: To empty the equipment while in use you need to press the RESET key 
(F) for 8 seconds (the pilot LED C flashes) until you hear the second beep. The pilot light C will 
flash slowly. The stock reserves and pressurised tanks will be empty when no water comes out 
of the instrument and/or the mouth rinse filler. The WEK system can be stopped or started again 
for normal work by pressing the RESET key for 8 seconds (F).
Intensive decontamination: To increase the concentration of chemical product, all you need 
to do is press the reset key for 4 seconds (pilot LED C flashes) until the first beep. During this 
process, pilot light C is on and pilot light D flashes. After intensive decontamination, the pilot 
light D goes off and a brief vibrating signal remains – the WEK system is once again available 
for normal work.
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ANNEX 11. HYGIENE SYSTEM H1 (METASYS)

Do not use additional cleaning or disinfection products for the aspiration 
installation in treatment areas where an H1 hygiene system has been set up as 
there is a risk of negative chemical interactions resulting from the combination 
of different chemical products.

CONTROL KEYBOARD
The control keyboard is accessible opening the side door of the water cabinet.

Pilot light (D): malfunction. Red flashing light and repeated beep up to five times for each 
time the aspiration tubes go up. Hygiene system out of service but aspiration available: 
contact a technician.
Pilot light (E): empty tank message. Yellow light and single beep every time the aspiration 
tubes go up: replace the cartridge A.
Pilot light (D): program functioning. When it is green: ready for work. Green light flashing 
slowly: first wash program operating. Green light flashing quickly: special wash program 
operating.
Key for turning on the special washing program (G): Activated by pressing the “Push” key.

MAINTENANCE
Daily washing of the filter grid: Pull the container clip (B) down (“1”). Remove (“2”) the filter 
container (C) horizontally. Move the filter grid upwards (the filter must be replaced acting in 
reverse order). 
Tip the amalgam residue into the container provided for this purpose. 
We advise replacing the filter grid every 2 to 3 months. 
If aspiration power is reduced, check whether the filter grid has been perforated.
After sterilising, do not forget to grease the joints with Vaseline!
Replacing the cartridge (A): Replace when the yellow pilot light (E) is flashing on the control 
panel and you hear the beep, because that means the tank is empty.
Turn off the unit’s main switch. All you need to do is press on the back of the cartridge to open 
the catch and put the cartridge in position for changing. You can then remove the cartridge 
from the unit.
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AUTOMATIC CLEANING PROGRAM
First Wash
Duration: approximately 2 minutes. The pilot light F flashes slowly.
Switching on: every time you press the treatment unit’s main switch.
Function: Preparation for subsequent treatments based on higher disinfectant dosage.
Permanent Wash Cycle
The pilot light F is permanently on. 
Duration: from when the aspiration tube(s) go up to when they go back into position. 
Switching on: At least one aspiration tube is up.
Function: Prevent the formation of deposits by washing, disinfecting and foaming the aspiration 
system, periodically dosing it with chemical products. 
Special Washing Program
The pilot light F flashes quickly. Duration: approximately 5 minutes.
Switching on: pressing the “Special washing program” key.
Function: if necessary, painstakingly clean and disinfect the aspiration system after prolonged 
aspiration use. We recommend using the program at least once a day and after prolonged   
aspiration use.

ANNEX 12. SELECTIVE CANNULA SYSTEM S1 (METASYS)

Please always wear protective gloves while working.

MAINTENANCE: Daily washing of the filter grid
Turn the container clip A down (“1”). Remove (“2”) the filter container (B) horizontally. 
Pull the filter grid up (the filter must be replaced acting in reverse order). Place the amalgam 
residue in the container provided for the purpose.  We advise you to replace the filter grid with 
a frequency of between 2 and 3 months. 
If aspiration power is reduced, check whether the filter grid is broken.
After sterilising, do not forget to grease the joints with Vaseline!

A 1  ; B 2  

Fig. 31
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ANNEX 13. MINILIGHT SYRINGE (LUZZANI)

GENERAL
The Minilight syringe is an instrument designed exclusively for dental use, its function being to 
introduce air and water (individually or simultaneously, at either room or body temperature) into 
the area of operation to keep it continuously clean and dry.

GENERAL CHARACTERISTICS 
The Minilight syringe has been designed using state of the art ergonomics to facilitate use and 
to allow rapid cleaning and sterilisation. Both the tip and the outer grip are easily removable, 
allowing the instrument to be completely disinfected and sterilised in the autoclave at 135°C. 
Grips are available in different shapes and colours according to the dentist’s preferences: 
straight or L-shaped. Furthermore, the air and water may be heated to body temperature to 
avoid patient irritation from using colder room temperature air or water.

MODELS
The models differ according to the number of features available:
 - 3F cold water/air spray
 - 5F cold water/hot and cold air/hot and cold spray
 - 6F hot and cold water/air/spray
 - Air or water only
 - L with Light
The Minilight syringe version is shown above. The handles can be interchanged on all versions: 
technopolymer curve or straight stainless steel.

CE MARKING
All products carry CE marking.

PRODUCT BATCH
Each product can be traced by a serial number located on the bottom, which identifies the exact 
batch of production. This number can be used to find out the date of manufacture, in relation 
to the control panel.

GUARANTEE
The product is guaranteed by our company for 12 months after delivery. Any unauthorised 
modification or handling will automatically void the guarantee. The company therefore accepts 
no responsibility for damages to people, animals or other objects due to misuse of the 
equipment. For any disputes, the competent authority is the court of Milan in Italy.

TECHNICAL FEATURES
 Type B, insulation class II, intermittent function: 10 seconds ON, 20 seconds OFF.

ITEM 6F 5F 3F

SUPPLY VOLTAGE VCA 24 24 ***

CURRENT CONSUMPTION A 4.3 0.7 ***

MAX. ELECTRIC. POWER W 103 0.7 ***

MAX. WATER PRESSURE BAR 2.5 2.5 2.5

MAX. AIR PRESSURE BAR 4.5 4.5 4.5

MAX. AIR CAPACITY NI/min 10 10 10

MAX. WATER CAPACITY Cc/min 110 110 110
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INSTALLATION
The unit may only be connected by an Antoni Carles-authorised technician.

NORMAL USE
 - To introduce cold water into the area of operation, press the left button on the handle.
 - To introduce cold air into the area of operation, press the right button on the handle.
 - To introduce a cold air and water spray, press both buttons on the handle simultaneously.
 - To introduce warm water into the area of operation, turn the switch on the base of the 

handle to the right (the green indicator will light up) and press the left button on the handle 
(only on models 6F and L).

 - To introduce warm air into the area of operation, turn the switch on the base of the handle 
to the right and press the right button on the handle (only on models 6F and L).

 - To introduce warm a water and air spray into the area of operation, turn the switch on the 
base of the handle to the right and press the two buttons on the handle simultaneously 
(only on models 5F, 6F and L).

Note: The switch is used to select between warm and cold functions. The water or air is heated 
instantaneously upon use. For this reason, the handle can be left constantly in the “on” position 
without causing any problems or danger.

CLEANING OR DISINFECTING

After each intervention and to maximise hygiene standards, the syringe can be 
cleaned and sterilised. This is done through the following phases:
 - Remove the tip (unscrewing it at the mouth) and/or the complete handle 

(pressing the button on the handle bottom upwards).
 - Clean with a cloth, removing any stains or dirt.
 - Place in the autoclave with the steam set at 135°C for 20 minutes.

MAINTENANCE
The unit requires no specific maintenance, except for the regular cleaning and sterilisation 
described above. Avoid all kinds of lubrication, since this can cause irreparable damage to the 
syringe.

SURFACES AND COMPONENTS
The product contains no dangerous, toxic or harmful components, nor does it come into 
contact with any such products during manufacture.

135°
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ANNEX 14. OPTIONAL ITEMS
AUXILIARY AIR & WATER OUTLETS / USB CONNECTOR
It is defined as optional in water unit to have available quick water (C) and air (D) outlet 
connectors, as well as a direct point-to-point USB connector (A), the other end will be passed 
through interior of dental unit. (B) is the manifold of suction cannula tubes, already referred in 
8.6.

AUXILIARY POWER OUTLET
By the general ON/OFF switch you may ask for an auxiliary 230V ac / 50W outlet (A).
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ANNEX 15. CLEANING AND DISINFECTING OTHER 
PARTS OF THE UNIT. OTHER SAFETY NOTES: UNIT, LAMP, 
ELECTRICAL SYSTEM

Cleaning and disinfecting

Always disconnect the unit from the mains before carrying out any procedures.
Do not flood the unit or allow it to get wet.
Do not use hosehold detergents or disinfecting foams.

Cleaning upholstered areas
Clean periodically with a soapy solution.

Cleaning polyurethane areas (unit base cover, upholstery support, lifting mechanism 
covers)
Polyurethane areas must be cleaned using a cloth soaked in soapy water.
It is recommended to avoid using concentrates, detergents and strong abrasives to remove 
difficult stains.
Clean regularly.

Cleaning and disinfecting exterior metal parts (excluding instruments))
Use any product with an antimicrobial, fungicidal, sporicidal or virucidal action that is compatible 
with the medical industry.

Cleaning and Disinfecting the Column Arm and Light
Spray disinfectant. Do not spray on hot surfaces.

To disinfect the dental light, wait for the head to cool.

Regularly disinfect these parts using a disinfectant with at least an antimicrobial and fungicidal 
action.
To clean the light, head and handles, use a damp cloth. Clean reflective surfaces using a dry 
cloth.

Check manufacturer instructions.

Cleaning and disinfecting the Basin/Spittoon.
Use disinfectants recommended by Cattani or Metasys. See appendices I and II.

Cleaning and disinfecting the water unit
Regular cleaning and disinfecting: use antimicrobial, fungicidal, virucidal and sporicidal 
disinfectant.

Cleaning and disinfecting the instrument tray, auxiliary tray and hoses.
Cleaning and disinfecting: clean after each treatment using antimicrobial, fungicidal, virucidal 
and sporicidal disinfectant.

ANCAR recommends the use of the BODE X-WIPES reloadable wet wipe dispenser for 
professional washing and disinfection. Suitable for all BODE surface disinfectants at 
concentrations that take effect within 1 hour.
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ANNEX 16. SAFETY NOTES
GENERAL PRECAUTIONS
Read all necessary manuals. Keep all manuals – dental unit, chair, instruments, light and 
additional kits – in a safe place for future reference.
Before turning the unit on, read all appendices in this manual.
Upon first start-up: carry out a thorough clean of the water channels by passing a solution of 
water and disinfectant through all water pipes connected to the instruments and water unit.
Disconnect the unit from the mains, turning off the general power switch at the end of each 
working day.
If the unit is to be left unused for a long period of time, close the main water and air taps and 
disconnect the unit from the electrical supply.
If the unit is assembled with an amalgam separator system, please do not dispose of the 
contents of the collection tank once it is full, nor empty the tank into the drain to reuse it. Contact 
the separation system manufacturer’s office or consult our Sales Dept. See appendix II.
Do not replace fuses yourself. Contact Antoni Carles, S.A. authorised technicians via our Sales 
Dept.
Hire an authorised maintenance service. This will give you greater safety and prolong the life of 
the unit. Consult our Sales Dept.
Regularly check for water or air leaks in the dental unit circuit box, and make sure the area is 
kept clean and free from humidity, rust or electrolysis.
Do not use the unit to support or hold furniture or other materials. Do not stand on the water 
unit. Do not sit on the water unit support. Do not hang on the light. The unit should only be used 
by qualified personnel.

DENTAL LAMP SAFETY MEASURES
Move the light using the handles only. Do not move it by the lamp head.
Do not mark the protective screen.
Check regularly that the built-in fan is working correctly. If damaged, it may harm the bulb due 
to an increase in temperature.
Do not force the regulator rotation past its minimum and maximum power levels.

REPLACING THE BULB
Disconnect the unit from the power supply using the general power switch.
Wait 30 minutes for the bulb to cool.
Remove the bulb following the manufacturer instructions. Do not touch the new bulb with your 
hands. Use a cotton cloth.
Use special containers to dispose of the old bulb. Consult your local authorities for means of 
disposal.
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ELECTRICAL SAFETY MEASURES
The use of mobile phones is not advisable in proximity of the dental unit. Observe regular 
hospital standards.
In the event of a light overload, the built-in thermal protection in the 17VCA line may have 
suspended operation of the unit. Wait 15 minutes for it to reset. Should the problem persist, call 
the authorised technical service line.
In the event of an overload in the instrument line and water unit, the built-in thermal protection 
in the 24VCA line may have suspended operation of the unit. Wait 15 minutes for it to reset. 
Should the problem persist, call the authorised technical service line.
In the event of an overload in the chair, the thermal protection built into one of the motors may 
have been triggered and suspended all operations. Wait 15 minutes for it to reset. Should the 
problem persist, call the authorised technical service line. 
Do not add additional multiple intake bases or extensions to auxiliary intakes available on 
electronic charts.

NOTES ON ELECTROMAGNETIC INTERFERENCE
Electronically-controlled instruments may harm patients fitted with pacemakers and/or hearing 
aids due to possible electromagnetic interferences.
The patient may be at risk dear to the proximal use of electronic scalpels or other electric/
electronic equipment which may generate electromagnetic or other types of interference, 
causing the unit to malfunction. It is advisable to switch off the unit at the mains before using 
such equipment.
Risk of interference with other separate equipment (such as an implant motor) Disconnect the 
dental unit power supply to prevent any movements indirectly caused through faults and/or 
through accidental activation of the controls.
This device meets EMC standard (EN 60601-1-2:2007 + AC:2010)
a) this medical electrical device requires special precautions regarding EMC standard and 
should have to be installed and set up accordingly EMC info included in enclosed documents.
b) Portable and mobile RF communication equipment (e.g., cell phones) could affect medical 
devices.
c) The use of accessories, transducers, wires others than specified or supplied by manufacturer 
as replacement parts may result in increased emissions or decreased immunity of this device.
d) This device should not have to be used close to other equipment. If this proximity is necessary 
the other system must be checked to verify that the final configuration operates correctly.

Electromagnetic emissions

Essay Level Remarks

Radio frequency radiated (30-1000 MHz)
Continuous conducted (0.15-30 MHz)

Class B Matches with domestic locations 
requirements with respect to close 
equipment

Discontinuous conducted

Conforms

Low emissions, so it is suitable for 
use in all establishments, including 
domestic ones. It is unlikely that 
it could provoke any disturbance 
with nearby electronic devices.

Voltage fluctuations

Harmonic current

Separating the distance between portable radio frequency communications devices, mobile 
phones and the dental unit is recommended.
The dental unit is designed to be used in an electromagnetic environment where radiofrequency 
disturbances are controlled. The user of the dental unit could avoid EMC interference by keeping 
a recommended minimum distance with transmitter devices, depending on maximum output. 
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Maximum oupput 
nominal value of 
transmitter in watts

Separation distance depending on transmitter frequency in 
meters

150kHz – 80 Mhz 80 Mhz – 800 MHz 800 Mhz – 2.5 GHz

0.01 0.12 0.12 0.23

0.1 0.38 0.38 0.73

1 1.2 1.2 2.3

10 3.8 3.8 7.3

100 12 12 23

These indications could not be of application as electromagnetic propagation could be affected 
by absorption and reflection from structures, objects and people.

Electromagnetic immunity

Essay Levels Remarks

Electrostatic discharge Air discharge: 2, 4, 8 kV

Contact discharge: 2, 4, 6 kV

Better behavior with wood 
or ceramic tiles. If synthetic 
material, humidity > 30%

Fast transients in burst 
immunity

2 kV I/O ports Mains power quality 
should be that of a typical 
commercial or hospital 
conditions.

Surge transients Common mode 0.5, 1, 2 kV

Differential mode 0.5, 1 kV

Low frequency 
magnetic field immunity

3 A/m Power frequency magnetic 
fields should be at levels 
characteristic of a typical 
location.

Current injections 3V rms (150 kHz – 80 Mhz)

3 V/m (80MHz – 2.5 GHz)

Signal and control ports &

AC / DC supply, access by 
ground terminal

Separation recommended
1.2 √P (up to 800MHz)
2.3 √P (from 800MHz)

P is the maximum output 
power rating of the transmitter

Voltage variations Short interruptions and 
voltage dips

If user requires continuous 
operation while there are 
interruptions in mains power 
supply, it is recommended 
to get a non-interrupted 
electrical supply.

NOTES ON INFLAMMABLE ANAESTHETIC MIXTURES
Do not use the unit/chair in proximity of mixtures of flammable anaesthetic gas with oxygen or 
nitrogen protoxide.
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